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TO OTOIXEIOKO TIPOQIA €ival UTIO BI1EE0BIK) CLATNON W TOPAPETPOC TOIOTNTAC Kal
aoQAAEIg Twv TPOoPidwvy. EKTOC autol Ta TEAEUTOIO XPOVIO Ol OTAVIEC YOIEC £XOULV
anodelxOei e€aIPETIKOI dEIKTEC Yl TOV TPOGOIOPIOHO TNC YEWYPAPIKIC TPOEAELONC TWV
TPOPINWV.? TKOMOG NG £pyaaiog sival n avamtuén Kot mKOPWOTN UIAG TOAUOTOIXEIOKIC
peEBOOOL  TPOCOIOPIOUOL  COTIAVIWV  YaIWV,  IXVOOTOIXEIWY, PBOopEwv PETOAAWY  Kal
HOKPOOTOIXEIWY 0€ TEATEDEC vTOpdATac. H péBodOC pag e@apuOlel TNV TEXVIKN TNC
@oopoTOMETpIag Malwv emaywylka oulevypevou mAdopatog (Inductively Coupled Plasma —
Mass Spectrometry, ICP-MS). H texvikr) ICP-MS, givat 1davikr) Kot aXedov n povn TEXVIKA
yla Tnv avdAvon omaviov yaiwv eéaitiag tng duvatotnTag YPryopwv MOAU-OTOIXEIOKWY
AVOAOGEWVY PE TIOAD PEYOAN gvaladnaia (ppt).

H emkOpwon ¢ pebodou mpayuatonoindnke oe deiyyata MOM  meEATEdwV
Javtopivng. And ta oTolxeia eMKOPWONC TPOKUTTEL OTI N PEBOOOC YIO TOUC TIEPITTOTEPOUC
OVOAUTEC TIAPOUCIAZElL OMOSEKTH YPAUMIKOTNTA pE r?> = 0,99, omodektr opldtnta ue
T0000TA avVAKTNONG 70-120% Kat pe motdtnta SDr < 20%. Ta Opla MOCOTIKOTOINGNG TNG
peBOdoU ival MOAD xaunAd emimédou 10 ppt yio TIC omavieg yaieg kot emmédov 100 ppt yia
TNV TAEIOVOTNTA TV IXVOoToIXEiwv. Emiong éyive ektipnon afefalotntac cOPQWVa UE TIC
00nyie¢ ¢ EURACHEM kai tng enidpacng Tou unootpwuatog (matrix effect).

H péBodoc ivatl TOAO oUVTOMN, aTAN Kol Xapaktnpidetal and moAD KOAr evaiodnaio
OTOTE CUVETWC KPIVETOL KOTAAANAN yiO avOADCEIC pOUTIvaC PE OTOXO EITE TwV TPOCIIOPITUO
TOEIKWV OTOIXEIWV N aMAPAITNTWY IXVOCTOIXEIWV 1) yia TNV a&loAdynaon tn¢ OLBEVTIKOTNTAC
TEATEQWV VTOPATOC.
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